
INSTRUCTIONS
 FOR USE

BODY ARMOR®

PRO TERM



INDICATIONS
Postoperative treatment following Chopart and Lisfranc amputation.                                                                                                                 

Controindications                                                                                          
None.

TECHNICAL DATA

2 sizes:                                                                                                                                       
M = lenght of stump 16 cm, L = lenght of stump 19 cm

Either-foot.

Colors: black, blue

Meterial:                                                                                                                        
Surface of the sole: TPR                                                                                                                                           
Inside of the sole: EVA                                                                                                                                             
Plastic shell: PU                                                                                                                                               
Coating fabric: Polyester                                                                                                                
Fasteners: PP

Maintenance:                                                                                                                           
The product does not require maintenance.

WASHING INSTRUCTIONS

Hand wash: if the walker is lightly soiled, it can be rubbed with a 
damp cloth or cleaned with a soft brush. To clean plastic shell and inner 
coating, use warm water (up to 30°) and neutral soap or detergent, if 
necessary. Promptly rinse and dry all parts. Do not dry the walker in the 
dryer or on a radiator. Let it air-dry at room temperature.



INSTRUCTIONS FOR USE

Figure 1: Open the 
two fasteners of the 
orthosis and remove 
the blue inner shoe. 
Open the Velcro 
straps of the inner 
shoe and wrap the 
leg with the shoe. 
Close the insert with 
the help of Velcro 
straps. First, hook 
the Velcro strap over 
the instep and then 
the lower Velcro 
strap, in the order 
shown in the image.

Figure 2: To fit the 
walker, widen the 
middle and lateral 
parts of the shell 
with both hands. 
Now, place the two 
insoles in the walker 
and enter it with 
the blue inner shoe. 
Insoles can be custo-
mized by specialised 
personnel.

Figure 3: After 
wearing the walker, 
place the fasteners 
into the buckles and 
adjust the desired 
pressure. Fasten the 
buckles.
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Figure 4: Check that 
the valve wheel is 
closed clockwise.

Figure 5: Now, pump 
the inner tubes of the 
blue inner shoe by 
using the round gray 
pump on the front 
side of the walker. 
The air will spread 
evenly. Compression 
should be such that 
neither the stump 
nor the ankle joint 
can move freely. The 
inner shoe of the 
walker must protect 
stump and ankle 
joint.

Figure 6: If sensiti-
vity, swelling or pain 
develops, reduce 
pressure by blowing 
air out of the air 
chambers. To this 
end, turn the valve 
wheel over the pump 
counter-clockwise. 
If permanent pain 
develops, stop reha-
bilitation and consult 
a doctor.

WARNING                                                                                                                  
Always follow these instructions for use. The foam pad must be checked 
every 6-8 hours by specialised personnel to check for any changes in 
the color of the stump and blood circulation. Contact your doctor at the 
onset of undesirable effects (e.g., swelling of skin, compressions, blood 
circulation disorders, etc.). Optimal protection and operation are no 
longer guaranteed in the event of improper use of the device. 
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DISPOSAL OF PRODUCT                                                                                        
The materials used in Body Armor® Pro Term products are partially 
environmentally friendly, and therefore, require some specific measures 
for product disposal. Dispose of product responsibly. Refer to the local 
regulations on the disposal of inert products. Packaging must be dispo-
sed of as plastic waste, while this manual must be recycled as paper.

WARRANTY                                                                                                               
The warranty which refers only to defects of materials used and 
manufacturing defects, protects the footwear pursuant to the law and 
may include product replacement, only if recognized as defective by the 
Company. The warranty has no effect in case of:

• damage caused by transport and not notified by the purchaser to 
the carrier upon delivery;

• changes to structure;

• repairs to structure;

• regular product wear;

• damage attributable to the purchaser resulting from improper use 
of the product, incorrect maintenance or negligent storage.

PRODUCT RETURN                                                                                             
The item considered defective can be returned by the retailer or the 
customer, only if authorised by Optima Molliter S.r.l. It must be sent to 
Optima Molliter S.r.l. with its original packaging and proof of purchase, 
at the recipient’s expense. Should the Company be held liable, the 
product shall be replaced and sent by the Company to the retailer or the 
customer at the recipient’s expense.

Product class: class I Directive 93/42 EEC, as amended                                                                                               

Manufacture lot: second code affixed to each package

This aid is for healing and should only be used under the guidance of 
your doctor or medical staff (as agreed). Optima Molliter S.r.l. is not 
liable in this regard. We recommend wearing bandages or socks when 
using the device. We advise against driving any vehicle while wearing 
this aid. Use extreme caution when going up and down stairs (for exam-
ple, even while getting on sidewalks) or if you are walking on uneven 
roads. Proceed more slowly than you are used to walking. This aid is a 
single-use device.
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